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Abstract. The GZK neutrino flux characterization 
would give insights into cosmological source evo- 
lution, source spectra and composition at injection 
from the partial recovery of the degraded informa- 
tion carried by the ultra high energy cosmic rays. The 
flux is expected to be at levels necessitating a much 
larger instrumented volume (>100 km'') than those 
currently operating. First suggested by Askaryan, 
both radio and acoustic detection techniques could 
render this quest possible thanks to longer wave 
attenuation lengths (predicted to exceed a kilometer) 
allowing for a much sparser instrumentation com- 
pared to optical detection technique. 
We present the current acoustic R&D activities at 
our lab developing adapted devices, report on the 
obtained sensitivies and triangulation capabilities we 
obtained, and define some of the requirements for 
the construction of a full scale detector. 
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I. Introduction 

The IceCube detector |[T1 may well soon identify the 
first ultra high energy neutrino of cosmogenic origin, 
following interactions of ultra high energy cosmic rays 
with the cosmic microwave background ijS). Predic- 
tions for the cosmogenic neutrino flux, i.e. neutrinos 
from photo-disintegration, is at levels of the order of 
EdN/dE - lO-i^s-icm-^sr-i at S = lO^* eV, 
resulting in 0.01 - 1 event / year / km'' in ice |3]. These 
predictions strongly depend on the primary cosmic ray 
composition lH. Currently, the situation is uncertain: 
While the observed correlation of UHE CR sources with 
the AGN distribution by AUGER |5| hints toward a light 
composition (and in this case we lie close to the upper 
flux predictions), dedicated AUGER composition studies 
favor a composition turning heavier at UHE |6|. GZK 
neutrinos are astronomical messengers keeping track 
of the original CR direction, GZK interactions mostly 
occur close to the source. In case of the existence of a 
few UHE cosmic accelerators located close-by (Gpc), 
the detection of a substantial flux of GZK neutrinos 
from these directions using a multi-messenger approach 
would allow the possibility of pinpointing the nature of 
these CR accelerators. 

The characterization of the GZK neutrino flux spec- 
trum, and thus the recovery of the degraded informa- 
tion information carried by UHE CR, would allow the 



delineation of cosmological source evolution scenarios 
from source spectrum characteristics. To fulfill this goal, 
the event detection rate should be vastly increased. 
Therefore a much larger volume should be instrumented 
with an adequate technology for the detection of ultra 
high energy neutrino interactions. Two novel detection 
methods have been proposed, following signatures first 
discussed by Askaryan Q, IB]- An interacting neutrino 
emits a coherent Cherenkov pulse in the range of 0.1- 
1 GHz |9| close to the shower axis and a thin ther- 
moacoustic pancake normal to the shower axis. Both 
detection techniques are currently exploited by several 
detectors. In ice, both radio and acoustic emissions have 
rather large theoretical attenuation lengths [10]. While 
this has been convincingly demonstrated for the radio 
emission, it is still a work in progress for the acoustic 
emission and is one of the main goals for the South 
Pole Acoustic Test Setup (SPATS) fTTl. With the data 
collected by the SPATS array, the sound speeds w.rt. the 
depth have been determined with great accuracy, meeting 
theoretical expectations fT2l and S-waves have been 
found as well. Unknown, however, remains the exact 
nature of the local source of noise and the exact value 
of the attenuation length. Newest experimental results 
hint toward a reduced pressure wave attenuation length 
on one hand and demonstrate favorable noise level below 
10 mPa on the other hand fTTl. 

Contrary to salt and water, ice is unique. It allows 
the detection of three distinct signatures accompanying 
a neutrino event: Optical Cherenkov light, coherent radio 
Cherenkov and thermoacoustic emissions, thus firmly 
establishing the event origin by a strong background re- 
duction. A possible layout for the hybrid instrumentation 
of a large volume of order of 100 km'^ at the South 
Pole would consist of strings deployed one kilometer 
apart down to a depth of 2 km (radio and acoustic 
attenuation lengths strongly vary with temperature and 
are decreasing with depth). Given the topologies for 
the radio & acoustic emissions, a string should be 
densely equipped with radio and acoustic devices with 
an option of supplementing it with PMT devices for 
optical detection. 10 — 10'' interacting GZK neutrinos in 
100 km'' instrumented volume can be expected after 10 
years. The cosmogenic spectrum could be characterized 
(and consequently insights into the underlying physics), 
provided a high detection efficiency, a deep knowledge 
of the local source of noise and good energy resolution. 
Thermoacoustic models and Monte Carlo simulations 
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predict that a signal from a neutrino with an energy 
E = 10^^ eV will typically have an amplitude of 10 
mPa at a distance of one kilometer lfT4l (to be rescaled 
for finite attenuation length). To keep a good S/N ratio, 
the sensitivity of the devices should be at the sub mPa 
level. Also, a good pointing resolution may serve the 
purpose of UHE point source search. Given the giant 
array layout introduced above, an acoustic signal will 
be recorded by a small number of acoustic devices. It 
is therefore desirable to design acoustic sensor devices 
with pointing capabilities of their own. 

In the next section, we present R&D activities which 
are taking place at our lab in regard of sensor design 
and construction and discuss its performances. 

II. R&D ACTIVITIES 

The design and construction of a multi-channel sensor 
was conducted at our lab, which use piezo transduc- 
ers (PZT) as sensitive elements. A noise level level 
S/N < 5 mPa (S/N = S'rms/A^rms) and a good 
angular resolution were demonstrated, suggesting the 
possibility for excellent vertex localization combining 
the responses from all sensor hits. The design, which 
must still be improved to meet our design goals, could 
eventually allow for diffuse acoustic noise reduction 
through spectral shape analysis and accurate energy 
estimate of physical events. 

The setup for conducting the R&D activities consists 
of a bath, topped with a support structure for one 
absolutely calibrated hydrophone (Sensortech SQ03), 
one homemade sensor and one transmitter. A datataking 
LabView program interfaced to a National Instrument 
board is used for analog response digitization (12 bits 
X 12 channels, total 1.25 MHz), transmitter pulse gener- 
ation and An relative orientation between the transmitter 
and the sensors for automatized sensor profiling. 

The experimental setup shown in Fig. [T] consists of the 
homemade hydrophone, a transmitter and the reference 
hydrophone. In the following, two different electric sig- 
nal shapes have been considered: a damped sin pulse and 
a gaussian pulse, resulting in a tripolar pressure pulse 
(the neutrino-induced thermoacoustic pulse is bipolar). 

large water tank 

O homemade sensor 
transmitter 
o 

^^-^ SQ03 hydrophone 



Fig. 1: Experimental setup. 

A. Acoustic sensor design 

The sensor consists of an aluminium pressure vessel 
housing 4 channels to provide triangulation capabilities. 
The noise level at the amplifier input to 130 nV, reached 



II 
z 

55 10^ 



a. 



\ 








- 
































A piezo 1 








■ piezo 2 








• piezo 3 

★ piezo 4 

RIUIS piezo noise: 3.2mV 
sensitivity SQ03: 7.94fiV/mPa 










T 1 


< < < 1 1 1 < 1 < 





10000 20000 30000 40000 50000 60000 70000 80000 90000 

frequency [Hz] 



Fig. 2: Pressure sensitivity as a function of frequency of 
damped sin transmitted pulses normalized to S/N = 1 
ratio. 



at the expense of some bandwidth reduction, peaking at 
22 kHz with ^90 dB amplification and sharply decreas- 
ing below 10 kHz and above 40 kHz. Whether that is 
optimal has to be studied further. It is manufacturable 
at relatively low cost. While aluminium is an adequate 
medium for use in a liquid water bath, it will be replaced 
by steel for application in ice (more adequate given both 
impedance and resistance to pressure). 

B. Sensitivity calibration 

Signals with peak frequencies in the range 10-90 kHz 
were recorded with a sampling rate of 330 kHz. A strong 
frequency correlation between the transmitted pulse and 
the sensor response was observed. Due to the finite size 
of the bath tub and given the sound speed velocity in 
water, only the first 150 /is following the pulse arrival 
time were analysed in what follows to avoid reflexion 
artefacts. 

With the collected data from the 4-channel sensor and 
from the commercial hydrophone, the absolute pressure 
sensitivity was calculated in the time domain using RMS 
values for signal and noise. Fig. |2] shows the absolute 
pressure sensitivity (defined as S/N — 1) w.rt. the 
dominant frequency of the sent signals. 

The measurements demonstrate the importance of the 
state of surface coupling the PZT to the housing: The 
polished surfaces for piezos 1 and 3 show a response 
^2 times stronger than piezos 2 and 4 coupled to the 
housing through porous surfaces. 

C. Triangulation 

Time resolution is essential for triangulation and 
therefore a digitization frequency of 100/200 kHz 
is required in order to reach cm resolution in alu- 
minium/steel. This suggests that a sensor design should 
include digital electronics with at least 200 kHz sam- 
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pling rate per channeQ, in order to reach 0.5-5 ms 
pulse start time resolution (depending on amplitude) 
which roughly corresponds to 2°-20° {Att/W - 47r/10'*) 
angular resolution with the current multi-channel sensor. 
The design of a new digital (0.2 MHz/channel) 4- 
channel amplifier board has been started, with long range 
communication protocols. It does not yet include trigger 
logic. Digitization is necessary for a viable acoustic 
detector design in order to avoid losses in km long cables 
(of order of 3 dB/100 m in high quality cables) and thus 
keep both good sensitivity and time resolution. Once in 
operation, this will allow to define the requirements for 
future efficient trigger concept at the sensor level. 
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Fig. 3: Time of first signal maximum as a function of 
the polar orientation of the sensor 

Figure |3] demonstrates triangulation capabilities. Cou- 
pling between channels was found to provide in any 
sampled sensor positions 2 channels with signal within 
a factor 2 of the channel with the highest response. The 
resolution will nevertheless depend on the individual 
signal-to-noise ratios, but it shows potential for vertex 
reconstruction with a single sensor module. 

D. Outlook 

First positive results in the time domain were ob- 
tained. Absolute sensitivities are currently analyzed in 
the frequency domain. A second 4-channel sensor of 
similar design in a steel housing will be soon equipped 
with digital electronics. Further sensor tests are foreseen 
to happen next. Low temperature behavior test will be 
conducted in the laboratory and at large distances and 
depths in the lake Geneva (~ 400 m depth) to avoid 
reflexions, assess the acoustic noise characteristics and 
probe the sensor design. 



III. Conclusions 

Acoustic neutrino detection techniques should be 
further developed, pushing the sensitivity at sub mPa 
levels, together with the characterization of noise sources 
which may impede the applicability of the technique. 
Noise measurement in an open media (water / ice) are 
required to characterize the noise rate and its spectral 
shape in order to investigate improved trigger schemes 
relying on signal processing within the sensors. These 
developments have been started with digitization board 
in the sensor, a necessary step for a viable acoustic array 
design, where signal attenuation along km transmission 
cable is excluded. 

While it seems clear that sub mPa sensors should 
be designed, the uncertain detection conditions at the 
South Pole make predictions concerning the detection 
efficiency difficult. The potential can be dangerously 
spoiled in the case the local source of acoustic noise 
mimick a neutrino event. Further dedicated studies are 
on-going to ensure that it could be possible to distinguish 
the event origin with high efficiency. The deployement 
of an acoustico-radio-optical hybrid detector would con- 
stitute a welcome option, allowing to reduce further 
possible background noises. Also, complementing the 
hybrid radio-acoustic strings with a few optical DOMs 
such as in IceCube would allow to unambiguously 
tag neutrino events (at these energies, given a >100m 
absorption length in the ice at these depths IfTSl . photons 
may likely accompany a radio-acoustic signal in the case 
of a neutrino event). 

References 

[1] R. Abbasi et al., Nucl. Instr. Meth.A60 1:294-3 16,2009. 
[2] V. Berezinsky and G. Zatsepin, Phys. Lett. B 28 (1969) 423. 
[3] R. Engel, D. Seckel & T. Stanev, Phys. Rev. D 64 (2001) 093010. 
[4] L. A. Anchordoqui, H. Goldberg, D. Hooper, S. Sarkar & 

A. M. Taylor, Phys. Rev. D 76 (2007) 123008. 
[5] J. Abraham et al. [Pierre Auger Collaboration], Astropart. Phys. 

29 (2008) 188. [Erratum-ibid. 30 (2008) 45] 
[6] K. H. Kampert [Pierre Auger Collaboration], AlP Conf. Proc. 

1085 (2009) 30. 

[7] G. Askaryan, JETP 14 (1962) 441; G. Askaryan. JETP 21 (1965) 
658. 

[8] G. Askaryan, Sov. J. Atom. Energy 3 (1957) 921. 
[9] E. Zas, R Halzen & T. Stanev, Phys. Rev. D45 (1992) 362. 
[10] B. Price and L. Bergstrm, Appl. Opt. 36 (1997) 4181; L. 

Bergstrm, B. Price et al., Appl. Opt. 36, 4168 (1997); B. Price, 

J. Geophys. Res.lU, B02201 (2006). 
[1 1] S. Boeser et al., arXiv:0807.4676 [astro-ph]; S. Boeser et al.. Int. 

J. Mod. Phys. A21S1 (2006) 107. 
[12] L Vandenbroucke et al., arXiv:081 1.1087 [astro-ph]. 
[13] F. Descamps et al. [IceCube coll.], in these proceedings. 
[14] D. Besson et al.. Int. 1. Mod. Phys. A21S1 (2006) 259. 
[15] M. Ackermann et al., 1. Geophys. Res. Ill, D13203 (2006). 



' 100 kHz (and therefore 200 kHz sampling rate) is by coincidence 
the value above which the ice attenuation length drops quickly and 
roughly the extension of the neutrino-induced thermoacoustic pulse 
spectrum. 



